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Executive Summary
ASTM International (ASTM) Specification D6751 limits the concentrations of sodium + potassium and calcium + magnesium to 5 parts per million (ppm) maximum and phosphorus to 10 ppm maximum. Metals are controlled because of the potential for abrasive solids to contribute to engine component wear, for soluble soaps to cause filter clogging and injector deposits, and the additional diesel particle filter ash loading from biodiesel metals may be an issue.
ASTM D6751 relies on two methods for metals determination in biodiesel, both based on inductively-coupled plasma atomic emission spectroscopy (ICP-AES). The limits on metals are meant to be protective when biodiesel is used in blends. No limit exists on metals in the biodiesel blend specification, ASTM D7467 (6-20 percent biodiesel by volume). Current test methods have some significant limitations when trying to get the lowest possible detection limits, as the limit of detection is 1 ppm.
The focus of this study was to measure the metal content in real-world biodiesel blends using a variety of analytical methodologies, selected for the lowest detection limits available. In this survey, we applied methods with lower detection limits to provide a more quantitative understanding of potential impacts on particle filter performance. Samples of B20 were collected from various fleets federally mandated to use B20 and public stations throughout the United States. It was assumed the B100 was solely responsible for the metal content in the Bxx 1 blends. Using the biodiesel content, the metal content in the B100 was extrapolated to determine if the biodiesel likely met the limits in ASTM D6751 prior to blending with diesel fuel. The average biodiesel content in this study was 18 vol% (B18).
Samples were analyzed by a variety of ICP-AES methods, an emerging microwave plasma (MP)-AES method, and an ion chromatography method. UOP-389, an ICP-AES wet ashing method, showed the best results of the ICP methods and was used to test all samples in this study. To provide a robust comparison, the samples were also run on MP-AES and ICP-mass spectrometric (MS) methods.
All methods investigated provided lower limits of detection than those currently used for metals determination in biodiesel. Differences in the results between the methods may be caused by myriad factors, e.g., small differences in ionization efficiency may impact results at these very low levels for the elements of interest. Another key factor may be the different preparation techniques. Our work shows some disagreement may exist between methodologies that needs to be further investigated.
With one exception, metal contents were very low and often at or below the detection limits of the methods. Good directional agreement was observed among the methods. Some variability was expected due to very low levels of metals present. Beyond one sample with very high calcium by all methods, the techniques showed some discrepancies for this element. Each method showed several samples with notable calcium content, although the agreement between methods was not as great as with the other elements.
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In total, thirty-five B20 samples collected from public stations and mandated fleets around the United States were tested for metal content using three different methods. Two of the methods were based on ICP, with one using ICP-AES after ashing and the other was direct analysis by ICP-MS. The third analytical method was MP-AES, an emerging alternative to ICP-AES.
Follow-up work should continue to collect data on metal contents of field B20 samples. Having a better understanding of the overall quality of B20 should be useful going forward as one tool to assist in the investigation of the useful life of diesel aftertreatment. The MP-AES technique is not yet standardized through ASTM, and future work should develop a standard test method for use in industry. Lower detection limits are likely possible with optimization of instrument parameters specific to biodiesel blend samples.
vii (EPA 2018a) . These figures indicate strong growth in the biodiesel market over the past 10 years (National Biodiesel Board 2018). Most biodiesel was used as a blend with petroleum diesel, typically a 20-volume percent (vol%) blend or less (biodiesel blends are designated Bxx, where xx is the volume percent biodiesel in the blend).
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The quality of biodiesel and its blends with diesel fuel has been widely reported (McCormick et al. 2004; McCormick et al. 2005; Alleman et al. 2007; Alleman and McCormick 2008; Tang et al. 2008; Geng et al. 2009; Alleman et al. 2010; Alleman et al. 2011; de Guzman et al. 2010; Alleman et al. 2013; Lopes et al. 2014; Legg and Legg, 2015) . The surveys collected biodiesel samples, analyzed them for key properties, and compared them to the prevailing ASTM International (ASTM) specifications at the time of the survey. The ASTM specifications have become increasingly stringent over the years as more experience in the use of biodiesel and biodiesel blends has been gained.
Currently, one of the most significant questions about biodiesel quality concerns limits for trace metals. Alkali (sodium [Na] and potassium [K] ) and alkaline earth (calcium [Ca] and magnesium [Mg] ) metals can be present in biodiesel as residues from the production process. Specification ASTM D6751 limits the combinations of Na+K and Ca+Mg to 5 parts per million (ppm) maximum and phosphorus (P) to 10 ppm maximum. As discussed in the appendix to ASTM D6751, both groups of metals are controlled because of the potential for abrasive solids to contribute to engine component wear or for soluble soaps to cause filter clogging and injector deposits.
Alkali and alkaline earth metals may also impact diesel catalyst/filter emission control systems and this question is being examined in ongoing research (Williams et al. 2013; Williams et al. 2014; Lance et al. 2016) . Recent research (Lance et al. 2016) suggests for heavy-duty systems with a 435,000-mile full-useful-life requirement, the additional diesel particle filter ash loading from biodiesel metals may be an issue depending on the actual levels of Na and K found in biodiesel blends on the market. The test method currently used for this determination has a detection limit of 1 ppm. Previous surveys of B100 quality have shown most samples have Na and K levels below detection (Alleman et al. 2013) . In this survey we are applying methods with lower detection limits to provide a more quantitative understanding of potential impacts on particle filter performance. ASTM D6751 relies on two methods for metals determination in biodiesel, both based on inductively-coupled plasma atomic emission spectroscopy (ICP-AES). The specification measures Ca, Mg, Na, and K by EN14538, and P is measured by ASTM D4951. The limits on metals in ASTM D6751 are meant to be protective when biodiesel is used in blends. No metal limit exists in the biodiesel blend specification, ASTM D7467. ASTM D7467 allows for biodiesel content between 6 and 20 vol%. Previous surveys have found biodiesel content is slightly lower in the winter to allow blenders to meet regional cold flow requirements (Alleman et al. 2011) . Federal fleets are required to use a minimum of 20 vol% biodiesel throughout the year to meet mandates for alternative fuel use.
The current test methods have some significant limitations when trying to get the lowest possible detection limits. The limit of detection of EN14538 is 1 ppm for each metal, and the method includes a statement if the metal is below the limit of detection of the method, it is not included in the reporting calculation. The ASTM D4951 method was originally developed for lubrication oil with much higher metal content than biodiesel. The operating range of the method is 500 -1,200 ppm P.
The goal of this study was to measure the metal content in real-world biodiesel blends using a variety of analytical methodologies. These analytical techniques were selected for the lowest detection limits available.
Methodology
Samples of B20 were collected from various fleets federally mandated to use B20 and at public stations throughout the United States. Samples were collected in 1-gallon containers and shipped to the National Renewable Energy Laboratory (NREL) for analysis.
Sample Collection
Thirty-five samples were collected from February through June 2016 throughout the contiguous United States. Nine samples were collected from fleets using B20, and the remaining 26 samples came from retail stations. Many of the retail stations were sampled in the last two weeks of June 2016. Each station was called to confirm they were selling a Bxx blend before a sample was collected. Figure 1 shows where the samples were collected. The blue markers identify retail stations, and the red markers identify fleet locations. 
Test Method Selection
Initially, subsets of five samples were selected and sent for metal analysis by various methodologies. These methods included ICP-AES by UOP-389 and a method based on EPA 6010C. Other potential techniques considered were ion chromatography and microwave plasma (MP)-AES. Good improvements in the detection limit of the results were shown by the UOP-389 and MP-AES methods, which are discussed in detail below. The EPA 6010C and ion chromatography methods did not achieve the detection limits necessary for this work, although the techniques are described in Appendix A.
UOP-389
Based on the screening results, the UOP-389 method (Procedure A) was selected for testing all samples. The commercial lab selected to run the method is BQ-9000 accredited and claimed the ability to provide improved detection limits. UOP-389 Procedure A uses digestion in a sulfur trioxide pyridine complex to produce ash, then dissolution in aqua regia and water prior to ICP-AES analysis. Table 1 lists the wavelengths and applicable concentrations for the elements of interest from the UOP-389 method. 
Microwave-Plasma Atomic Emission Spectroscopy (MP-AES)
An emerging alternative method for elemental analysis is MP-AES. In contrast to ICP-AES, MP-AES uses microwaves to generate a nitrogen-based plasma. Sample introduction and detection are similar to ICP-AES. Samples were measured in-house for Na, K, Ca, Mg, and P. Instrument conditions are listed in Table 2 . Table 3 lists the recommended detection wavelengths and applicable concentrations for the elements of interest. Additional details of the MP-AES methodology for biodiesel and diesel analysis can be found in Lowenstern and Reisman (2011) . 
Inductively-Coupled Plasma Mass Spectrometry (ICP-MS)
Although outside of the scope of this study, an inductively coupled plasma mass spectrometry (ICP-MS) technique was used to validate the other techniques presented in this study. ICP-MS can provide the best detection limits of any method studied, the cost of analysis makes it prohibitive for routine testing when other methods provide adequate detection limits. The results are presented here for comparison. The ICP-MS calibration was set to mirror the calibration used with the MP-AES. In addition to Na, Ca, K, Mg, and P, samples were tested semi-quantitatively for iron (Fe) by ICP-MS. Conditions for the ICP-MS are listed in Table 4 . 
Results
The primary focus of this work was to examine the metal content of the B20 samples; however, other properties of interest were also measured. The biodiesel blend content, measured using ASTM D7371, is presented in Figure 2 (numerical results are in With no requirement to disclose the volume of biodiesel in conventional diesel fuel, blenders have three options when making biodiesel blends for retail. First, measure the biodiesel content of the diesel fuel being used in blending to precisely determine how much biodiesel is needed to make a B20 blend (samples that are B20). Second, assume the diesel fuel contains 5 vol%, and blend no more than 15 vol% additional biodiesel (samples that are ~B17, for example, were likely blended under this assumption, but the diesel fuel was a B2), or simply add 20 vol% biodiesel (samples slightly above B20).
The average biodiesel content in this study was 18 vol%. Three stations had less than 2 vol% biodiesel. Each of these three stations was contacted prior to sample collection and confirmed they were selling biodiesel. It is unclear why these samples did not contain any biodieselwhether between the time of contact and collection (typically less than 2 weeks) the station stopped selling Bxx blends for whatever reason, whether there was some misunderstanding about the blend being sold when the station was contacted, etc.
ICP-AES
The UOP-389 method was developed for the analysis of petroleum products and blending components, including biodiesel blends. This, along with the improved detection limits, were the primary reasons the method was selected for this project. The commercial lab that ran the UOP-389 method reported a detection limit of 0.1 ppm for all elements tested (Na, K, Ca, and Mg), although the method states slightly lower detection limits are possible (Table 1 ).
The first results provided by the laboratory showed the metal content of most samples below the limit of detection (LOD) of 0.1 ppm. However, the laboratory agreed to provide uncertified, "out of scope" results. These results were below the lowest calibration point of the method, but still showed a measurable peak above the signal to noise of the instrument (samples with results below the limit of quantitation [LOQ] of the method but having detectable metals content). These results are presented in Figures 3 and 4 and Table A-3. Sodium was near or below the stated LOQ for every sample, with the exception of samples TN-2, ID, and IN. None of the samples had K or Mg above the LOQ. Only samples ID and KS had detectable Ca present in the sample. Assuming the Ca present in the sample came only from the biodiesel, the Ca content of the KS B100 can be extrapolated to 2.65 ppm. While the KS B100 would not be off specification at this level, detectable metals have not typically been observed in previous biodiesel blend quality survey work (Geng et al. 2009; Alleman et al. 2013; Alleman et al. 2011; Alleman et al. 2010 ).
MP-AES
MP-AES is a new analytical technique emerging as an alternative to ICP-AES for metal detection. Currently, a standard method for analysis of metals in fuels does not exist although the method standardization process has begun through ASTM.
Results from the MP-AES (Appendix Table A-4 and Figures 5 and 6) show similar results to the ICP-AES, with very low levels of metals for most samples. Phosphorus was not plotted due to only one sample having measured P content.
To determine the limit of blank (i.e. noise) on our instrument, the same blank sample was measured 10 times at each wavelength. Under these operating conditions, the limits of blank were: 0.413 ppm for P, 0.045 ppm for Mg, and 0.023 ppm for Ca, K, and Na. With further modification of the instrument parameters, improved limits may be possible. Similar to the UOP-389 method, several samples had measurable peaks and are reported here.
Only sample KS had Na content above the LOQ/LOD of the method. The P content of the KS sample was measured by the instrument software, but was below the LOQ reported for this method. The K content of several samples was above the LOQ/LOD (GA, KS, IN, IA, CO, ID, OR-1, and CA-1) although in most cases the levels were very low.
Fleet sample FL-1 had detectable K content below the LOQ, but is reported as 0 here due to uncertainty in the measurement. Samples KS, IN, and ID had at least 0.1 ppm K content. Similar results were observed for Ca and Mg, with samples that had detectable K content also having detectable Ca and Mg content.
Similar to the ICP-AES results, sample KS was notable for having the highest total metal content of any sample tested by MP-AES. Although the sample contained K, the extrapolated levels in the B100 would still be well below the specification limits. In contrast to the results from the ICP-AES, the results from the MP-AES showed the extrapolated Ca+Mg content of sample KS would have been well in excess of the 5-ppm limit in D6751 (nearly 10 ppm). The sample from IN, a B10, had elevated K content of 2 ppm extrapolated to the B100. 
ICP-MS
ICP-MS offered the lowest LOQ/LOD of any technique studied, approximately 0.001 ppm for P, K, and Mg; 0.009 ppm for Na; and 0.0005 ppm for Ca. Similar to the other analytical techniques, no samples contained measurable Na, and only samples KS and CO had P above the detection limit. Note the MP-AES did not measure P above the detection limit for these samples. While most samples contained measurable K, samples from KS and IN had the highest levels by ICP-MS and are very similar to the levels measured by MP-AES.
Although several samples contained trace amounts of Ca and Mg (KS, MI, IN, and CO), the levels would have been very low in the B100, with the exception of sample KS. As with the other analytical techniques, sample KS had significant Ca content (1.37 ppm), making the B100 Ca+Mg content significantly above the D6751 limits. The Mg content of sample KS by ICP-MS was roughly half of the level reported by MP-AES. This survey contains a very limited number of samples, and no correlations can be made between Fe content and any other parameter in the study. Iron is not a metal used for biodiesel production, and any Fe in the samples was most likely picked up in the distribution system or during sample collection, though every effort was made to minimize contamination during collection and analysis.
Method Comparison
All methods investigated provided lower limits of detection than those currently used for metal determination in biodiesel. Differences in the results between the methods may be caused by myriad factors. Each element has a unique ionization efficiency, and small differences may impact results at these very low levels for the elements of interest. Another key factor may be the different preparation techniques, with the UOP-389 method using digestion and ashing, while MP-AES and ICP-MS used a simpler preparation of sample dilution and direct analysis.
Sodium was only detected by the UOP-389 method and was not observed above the detection limits for either the MP-AES or ICP-MS methods. The work by Lance et al. (2016) suggests the need for highly accurate Na determination in biodiesel blends. Our work shows there may be some disagreement between methodologies that needs to be further investigated.
The ICP-MS and UOP-389 methods both found very low levels of K in a majority of samples. The MP-AES found K in 25% of the samples (FL-1, GA, KS, IN, IA, CO, ID, OR-1, and CA-1).
Using the UOP-389 method, the sample from IN had the highest K content. This sample from IN, as well as the sample from KS, had elevated K using ICP-MS and MP-AES.
All three methods showed the sample from KS sample having Ca content well above every other sample tested. The UOP-389 method showed the lowest Ca (0.53 ppm) compared to the MP-AES and ICP-MS (~1.5 ppm) in this sample. Beyond this sample with very high Ca, the techniques showed some discrepancies. Each method showed several samples with notable Ca content, and the agreement between methods was not as great as with the other elements.
The Mg determination showed good agreement between methods, with all three techniques showing elevated Mg in the sample from KS. Absolute agreement among the methods was poor, with the UOP-389 method showing the lowest Mg content (0.06 ppm), ICP-MS having intermediate levels (0.17 ppm), and MP-AES having the highest level at 0.36 ppm, although these levels are very low in any case.
Only the MP-AES and ICP-MS methods were used to determine P content of the samples. Phosphorus determination at these levels is difficult on the MP-AES, and the reported results are below the detection limit of our instrument. The ICP-MS offered a significantly lower detection limit than the MP-AES for samples and may be necessary if ultra-low P detection is necessary in the future.
Conclusions
Thirty-five B20 samples were collected from public stations and mandated fleets throughout the United States. The samples were tested for metal content using three different methods. Two methods were based on ICP, with one using ICP-AES after ashing and the other was direct analysis by ICP-MS. The third analytical method was MP-AES, an emerging alternative to ICP-AES.
All three methods were used successfully to determine the metal content of the biodiesel blend samples. With the exception of one sample (KS), metal contents were very low and often at or below the detection limits of the methods. Good directional agreement was observed between the methods and some variability was expected due to the very low levels of metals present.
Due to the nature of the methods, not all metals will have the same limits of detection, and some metals are inherently more difficult to measure due to high ionization potentials. This is especially true for P, though reasonable agreement was achieved between the methods for all samples tested.
Only the B20 sample from KS showed significant metal content in this study. The source of the metal was not investigated, as it was beyond the scope. The levels of metals in this sample were some of the highest observed in recent quality survey work, and it is highly likely the biodiesel was out of specification when blended with the diesel fuel.
Follow-up work should continue to collect data on the metal content of field B20 samples. Due to the long useful life of diesel vehicles, it may be impossible outside of controlled tests to determine direct cause and effect of metals on emission control devices. However, having a better understanding of the overall quality of B20 should be useful to the industry going forward. This report is available at no cost from the National Renewable Energy Laboratory at www.nrel.gov/publications. 
